[A new automated method for the complement fixation reaction].
The authors describe an automatic method for the complement fixation reaction. Antigen, complement, and barbitolum-buffer are dropped automatically. The fixation reaction is performed in a refugotor, in Kolmer's method. An autoanalyzer (flow-stream principle) is used for the lysis reaction. The advantages of this method are discussed.